
 
 
 
 
 

Parameter upload to the G 214 Controllers. 
 
 
 

 
 
 
 
 
PARAMETER FILE 
Copy the Parameter file, example ULUF450.prm file into a folder on a USB stick called DATA 
 
Switch off the unit. 
Insert the USB stick in the Display. 
Choose the left arrow “Load program” 
Choose the ULUF450 parameter, by using the down arrow. 
Press Enter button.  
After 3 seconds, the Display show “Transfer completed” 
Now the parameter settings upload into the controller. 
Remove the USB stick. 
 
Switch on the unit again, and check the alarm levels before using the unit. 
 
REMARK! 
If white LED stop blinking for more than 15 seconds and screen “Transfer completed” does not appear 
then it means that programming procedure failed and you have to do the following: 
a) Unplug accumulator and power supply cable of unit, wait for 5 seconds and then connect 

accumulator and power supply cable of unit. 

b) Go through the programming procedure one more time. 

 


